
 

Userôs Guide        RIGOL  
 

Publication Number: UGC03118-1110 

Nov. 2009 
 

 

 

 

 

 

 

 

 

 

 

 

   DM3058 Digital Multimeter  

 

                                  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

©  2008 RIGOL Technologies, Inc. All Rights Reserved





RIGOL  

                                             

Userôs Guide for DM3058  I 

 

1̈ ©  2008 RIGOL Technologies, Inc. All Rights Reserved. 

2̈ RIGOL products are protected by patent law in and outside of P.R.C.. 

3̈ Information in this publicat ion replaces all previously corresponding material.  

4̈ RIGOL Technologies, Inc. reserves the right to modify or change part of or all 

the specif ications and pricing policies at companyôs sole decision. 

NOTE: RIGOL  is registered trademark of RIGOL Technologies, Inc 
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Safety Notices  

Review the following safety precautions carefully before operat ing the instrument 
to avoid any personal injuries or damages to the instrument and any products 

connected to it.  To avoid potential hazards use the instrument as specif ied by this 
userôs guide only. 

 

The instrument should be serviced by qualified personnel only.  
 

Avoid Fire or Personal Injury.  
 

Use Proper Power Cor d. 

Only the power cord designed for the instrument as authorized in your country 

could be used. 
 

Ground The Instrument.   

The instrument is grounded through the grounding conductor of the power cord.  To 

avoid electric shock the instrument grounding conducto r(s) must be grounded 

properly before making connections to the input or output terminals of the 

instrument.  
 

Observe All Terminal Ratings.  

To avoid f ire or shock hazard, observe all rat ings and marks on the instrument. 

Follow the userôs guide for further rat ings information before making connections to 

the instrument.  
 

Do Not Operate Without Covers.  

Do not operate the instrument with covers or panels  removed. 
 

Use Proper Fuse.  

Please use the fuse that its  voltage and current rat ings as specif ied for the 

instrument.   
 

Avoid Circuit or Wire Exposure.  

Do not touch exposed connections and components when power is on. 
 

Do Not Operate With Suspected Failures.  

If suspected damage occurs with the instrument, have it inspected by qualif ied 

service personnel before further operat ions.  
 

Keep Well Ventilated.  
 

Do Not Operate in Wet/Damp Conditions.  
 

Do Not Operate i n an Explosive atmosphere.  
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Keep Product Surfaces C lean and Dry.  
 

The disturbance test of all the models meet the P/F  values of A in the 

standard of EN 613 26: 1997+A1+A2+A3, but canôt meet the P/F  values 

of B.  

 

Input Terminal Protection Limitation  

Protection limitat ion is def ined for the input terminal:  

1̈ Main input (HI and LO) terminal  

HI  and LO terminals are used for Voltage, Resistance, Capacitance, Continuity, 

Frequency and Diodes measurement. Two protection limitat ions are def ined: 

1) HI -LO protection limitat ion: 1000 VDC or 750 VAC. It is the maximum 

measurable voltage. The limitat ion can be expressed as 1000 Vpk. 

2) LO-ground protection limitat ion. LO terminal can safely ñfloatò 500 Vpk 

relat ive to the ground.  

The maximum protection limitat ion of HI terminal relat ive to the ground is 

1000 Vpk. Therefore, the sum of the ñfloatò voltage and the measured voltage 

cannot exceed 1000 Vpk. 

2̈ Sampling (HI Sense and LO Se nse) terminal  

HI Sense  and LO Sense  are used for 4-Wire Resistance Measurement. Two 

protection limitat ions are def ined:  

1) HI Sense -LO Sense  protection limitat ion: 200Vpk.  

2) LO Sense -LO protection limitat ion: 2Vpk.  

3̈ Current input (I) terminal  

I  and LO terminal are used for current measurement. The maximum current 

which go through the I  terminal is limited to 10A by the fuse on the rear 

panel. 

 

NOTE: Voltage on the current input terminal corresponds to voltage on LO 

terminal. To obtain favorable protection, specif ied fuse should be used.  

 

IEC Measurement Category II Overvoltage Protection  

To protect against the danger of electric shock, DM3058 provides overvoltage 

protection for line -voltage mains connections meeting both of the following 

conditions: 

1̈ The HI and LO input terminals are connected to the mains under 

Measurement Category II condit ions, defined below.  

2̈ The mains are limited to a maximum line voltage of 600 VAC.  
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WARNING: IEC Measurement Category II includes electrical dev ices connected to 

mains at an outlet on a branch circuit. Such devices inc lude most small appliances, 

test equipment, and other devices that plug into a branch outlet or socket.  

DM3058 may be used to make measurements with the HI and LO inputs connected 

to mains in such dev ices (up to 600  VAC), or to the branch outlet itself. However, 

DM3058 may not be used with its HI and LO inputs connected to mains in 

permanently installed electrical devices such as the main c ircuit-breaker panel, 

sub-panel disconnected boxes, or permanently wired motors. Such devices and 

circuits are subject to overvoltage that may exceed the protection limits of DM3058.  

 

NOTE: Voltages above 600 VAC may be measured only in circuits that are isolated 

from mains. However, transient overvoltage is also present on circuits  that are 

isolated from mains. DM3058 is designed to safely withstand occasional transient 

overvoltage up to 4000Vpk. Do not use this equipment to measure c ircuits where 

transient overvoltage could exceed this level. 
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Safety Terms and Symbols  

Terms in this  Manual . These terms may appear in this manual:  

 

WARNING : Warning statements indicate the condit ions or practices that     

            could result in injury or loss of life.  

 

 

CAUTION:  Caution statements indicate the conditions or practices that  

could result in damage to this product or other property.  

 

 

CAT I (1000V) IEC Measurement Category I. The maximum voltage can  

be measured by HI-LO terminal is 1000Vpk. 

 

 

                 CAT II (600V) : IEC Measurement Category II. Inputs may be connected 

to mains (up to 600VAC) under Category II over voltage 

conditions. 

 

 

Terms on the Product. These terms may appear on the product : 

 

DANGER indicates an injury or hazard may immediately happen. 

WARNING indicates an injury or hazard may be accessible potentially. 

CAUTION  indicates a potential damage to the instrument or other property might 

occur. 

 

Symbol s on the Product.  These symbols may appear on the product : 

 

 

 

 

 

! 

! 

! 

! 

Protective  
Earth  
Termina l  

Hazardous  
Voltage  

Refer to  
Instructions  

 

Test  
Ground  

 

Chassis  
Ground  

 

! 
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DM3058 Digital Multimeter  Overview  

 

RIGOL  DM3058 is an instrument especially designed for high-precision, 

mult ifunction, and automation measurements. It realized a combinat io n of basic 

measurement functions and math functions as well as sensor measurement 

function. 

 

The DM3058 holds a 256 x 64 latt ice high-resolut ion monochrome LCD display 

screen with c lear keyboard layout and operation hi nts to make it easier and agility 

to use. Besides, it supports mult i- interface such as RS-232, USB, LAN and GPIB, 

also for USB flash device. Meanwhile, you can also operate it v ia Virtual Terminal as 

well as Remote Network Access.     

 

From the performance and characterist ics given below, y ou will understand how a 

DM3058 satisfy your measurement requirements.  

 

 ̧ Real 5 ½  digits resolut ion.  

 ̧ Three measurement speeds: 2.5 reading/s, 20 reading/s and 123 reading/s. 

 ̧ Double Display function enables to display two types of characterist ic for one 

signal synchronously. 

 ̧ Preset and Ordinary dual mode direct ly switch. Preset mode is able to store 

configuration quickly.   

 ̧ DC Voltage Range between 200mV and 1000V. 

 ̧ DC Current Range between 200ȉA and 10A. 

 ̧ True-RMS, AC Voltage Range between 200mV and 750V. 

 ̧ True-RMS, AC Voltage Current between 20mA and 10A.  

 ̧ Resistance Range between 200ǹ and 100Mǹ for 2&4-Wire Resistance 

Measurement.  

 ̧ Capacitance Range between 2nF and 10000ȉF.  

 ̧ Frequency Range between 20Hz and 1MHz. 

 ̧ Continuity and Diode Test. 

 ̧ Sensor Measurement function, Built- in Thermocouple compensate in Cold 

Terminal.  

 ̧ Abundant Math operat ions: Max, Min, Average, P/F, dBm, dB, Relat ive 

Measurement, Standard Deviation and Histogram. 

 ̧ Support the storage of data and configurat ion via USB flash device.  

 ̧ Support USB, GPIB, RS-232 and LAN remote control as well as USB-TMC 488.2  
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standard, LXI c lass C and SCPI.  

 ̧ In possession of compatible commands with both Agilent 34401A and Fluke 

45. 

 ̧ Record and save the history measurement results. 

 ̧ Three kinds of management for Power Supply: PwrOn, Default and Switch.  

 ̧ Built- in 10 groups of configurat ion could be easily saved or recalled and by 

Remote Control System. 

 ̧ Backup or ñCloneò all the configurat ion s within  instrument into other DM3058 

via USB flash device. 

 ̧ Chinese and English menu and online help system. 

 ̧ Provides with control software on PC and applicat ion software for sensor. 
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Document Overview  

Chapt 1  Quick Start    

Guide you to prepare your DM3058 and know about the Front/Rear Panel and User 

interface. 

 

Chapt 2  Panel Operation  

Introduce you how to operate DM3058 via Front Panel.  

 

Chapt 3  Application Examples  

Introduce you how to use strong measurement functions of this instrument easily 

through examples. 

 

Chapt 4  Troubleshooting  

Provide you some general troubleshooting. 

 

Chapt 5  Measurement Tutorial  

Guide you to eliminate the errors that may appear during your measurement and 

obtain accurate result.  

 

Chapt 6  Characteristics  

List specif icat ions and characterist ics. 

 

Chapt 7  Appendix  
Information about accessories, warrant ies, services and supports and the like.  
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Chapter 1  Quick Start  
 

 

Â General Inspection 

Â Handle Adjustment 

Â The Front Panel 

Â The Rear Panel 

Â Power On 

Â User Interface 
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General Inspection  

 

Please inspect you new DM3058 Digital Mult imeter according to the following 

steps: 

 

1̈ Inspect the shipping container for damage.  

Keep the damaged shipping container or cushioning material unt il the 

contents of the shipment have been checked for completeness and the 

instrument has been checked mechanically and electrically. 

 

2̈ Check the accessories.  

Accessories supplied with the instrument are listed in "DM3058 Accessories" 

at Appendix A of this guide.  

If the contents are incomplete or damag ed, please notify the RIGOL  Sales 

Representative. 

 

3̈ Inspect the instrument.  

In case of any damage, or defect, or failure, not ify the RIGOL  Sales 

Representative. 

If the shipping container is damaged, or the protective material shows signs 

of stress, notify t he carrier as well as your RIGOL  sales off ice. Keep the 

shipping materials for the carrierôs inspection. 

 

RIGOL  offices will arrange reparat ion or replacement at RIGOLôs option 

without wait ing for claim settlement.  
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Handle Adjustment  

 

In order to  adjust the handle position of DM3058 Digital Mult imeter, please grip the 

handle in both sides and pull it  outward. Then, rotate the handle to the  desired 

posit ion as shown in the f igures below. 

 

 
Figure 1-1 Adjust Handle 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 Level locat ion                                Move locat ion 

 

Figure 1-2 Adjustable locat ion of Handle 


